Technical Note
delivery with the corresponding need for better than 2% accuracy in correcting for inhomogeneities is a reasonable, albeit, challenging goal." [1] The crucial component in the TPS is algorithm which should calculate the dose with high accuracy considering the heterogeneity in the media. All algorithms calculate the dose using computed tomography (CT) images and the structures delineated on these CT images. Anisotropic analytical algorithm (AAA) is based on the superposition-convolution method, which calculates the dose by superposition of dose kernels of primary and scatter components that are derived from the Monte Carlo (MC) method. [2] The inhomogeneities correction in superposition-convolution method in the AAA is done in the beamlet direction as well as in lateral directions. [3] [4] [5] [6] But still, it is insufficient to calculate the dose with high accuracy at the cavity-soft tissue interface, especially in the re-build-up region. [7, 8] Recently, more advanced algorithm Acuros XB (AXB) (Type C) has been introduced in the Eclipse TPS, [9] which uses the linear Boltzmann transfer equation and solves numerically that describes the macroscopic behavior of ionizing particles as they travel through matter and interact with it. [9] AXB has been presented to show equivalent accuracy to MC calculation in heterogeneous media. [10, 11] Along with accurate dose calculation and good treatment planning, it is also very important to verify this planned dose by delivering the plan on linear accelerator (LA) and measuring the dose using small volume ion chamber and quality assurance (QA) phantom. Use of different QA phantoms of homogeneous density equivalent to that of water, i.e., 1 g/cc is done widely following the AAPM TG Report 120. [12] However, doing the patient-specific QA using a homogeneous phantom is not justified as the dose deposition pattern in highly inhomogeneous medium (human body) is totally different from that in a medium having uniform density throughout its volume. The dose deposition is affected by the density variation in the medium specially at the interface of two densities, for example, bone-soft tissue interface and cavitysoft tissue interface. [13] Hence calculating dose on CT images of a homogeneous QA phantom and measuring it on LA using the mentioned phantom gives very less error, mostly not more than 1%-2%. [14] However, calculating the dose on CT images of a heterogeneous QA phantom and then measuring on LA using the same phantom will yield comparatively higher error, [14] which indicates that the algorithm in the TPS is not accurate enough.
Few QA phantoms with the heterogeneous density (anthropomorphic phantom) are commercially available in the field of radiotherapy. However, these phantoms are very costly and most of the radiotherapy centers in developing countries cannot afford to purchase these phantoms due to the cost factor. Therefore, this study has been carried out to fabricate the heterogeneous density QA phantom for the dose verification in the case of chest site radiotherapy plans.
MaterIals and Methods
Slab-pinewood-slab (SPS) phantom of the dimension 30 × 30 × 29 cm 3 was made using the 15 slabs (each of 1 cm thickness) of "solid phantom SP34 (SP34 phantom)" (IBA Dosimetry GmbH, Schwarzenbruck, Germany) and seven slabs (each of 2 cm thickness) of pinewood. A hole of the chamber size was made in one wood slab for inserting the chamber inside for measurements. The phantom comprised five SP34 slabs at the top, and then seven slabs of pine wood in between and then again ten SP34 slabs at the bottom. Each slab of SP34 phantom is made up of polystyrene C 8 H 8 (composition: 98% polystyrene + 2% TiO 2 ) with effective atomic number 5.74. [15] The wood slabs were specially designed by cutting the dry light pine wood using the commercial wood cutter machines at wood shop. The density of SP34 phantom slabs is 1.045 g/cc which is equivalent to that of muscle and fat. [14] The SPS phantom is shown in Figure 1 .
The present study has been done in two parts, first one is the dosimetric study on TPS and the second one is the verification of planned dose on TPS on the CT images of SPS phantom and SP34 phantom by measuring the dose on LA Varian Clinac DMX (Varian Medical Systems, Palo Alto, CA, USA) using SPS and SP34 phantoms. In the first part of the study, CT images of three mediums, namely, thoracic region of actual patient, SPS phantom, and the SP34 phantom as shown in Figure 2 were used. The CT images of thoracic region of the patient already planned were used.
The SPS and SP34 phantoms were scanned on a Siemens SOMATOM Definition AS scanner (Siemens Medical Systems, Germany) and CT images of 3 mm slice thickness were acquired for the planning purpose. In the case of SPS phantom, CT imaging repeated thrice to obtain three sets of CT images by placing the chamber holding slab of pinewood at three different positions, namely, just below the five SP34, at third position among pine wood slabs, and just above the ten SP34 slabs as shown in Figure 3 . The chamber used was a 0.13 cc ionization chamber (IBA Dosimetry, Germany) which is available at our center along with DOSE1 electrometer (IBA Dosimetry, Germany) for dose measurement.
All CT image sets were imported on TPS Eclipse version 8.9 (Varian Medical Systems, Palo Alto, CA, USA). The SP34 slabs were delineated as tissue-equivalent medium and pinewood slabs as lung-equivalent medium. Ion chamber was also delineated to specify the dose at its active volume.
A single beam of 6 MV x-rays of 10 cm × 10 cm field size was directed on to the chest wall, SPS phantom, and SP34 phantom perpendicular to the surface with source-to-surface distance of 100 cm. The dose was calculated using AAA version 8.9.08 with a grid size of 0.25 cm.
The density of pinewood, SP34 phantom, chest wall, lung, and soft tissue behind the lung was measured with the help of Hounsfield unit (HU) measured from CT images on TPS by HU tool, and the HU-density conversion formula
. [14] In addition, the physical density of pinewood was measured by weighing one slab of dimension of 30 × 30 × 2 cm
The isodose curves of 100%, 90%, 80%, 70%, 60%, 50%, and 40% were measured in all the three CT image data sets and compared. Furthermore, the point doses at the depth of 6 cm, 10 cm, and 18 cm in the CT images of SPS phantom were noted from the TPS. 6 and 18 cm were chosen as each pinewood slab is 2 cm thick, and cavity prepared in one slab for the insertion of chamber is at the center of a slab, therefore placing this wood slab just below the first five SP34 slabs would bring the ion chamber at 6 cm depth from the surface of SPS phantom; similarly on placing this wood slab having ion chamber just above the last ten SP34 slabs would bring the chamber at 18 cm from the surface of SPS phantom.
The SPS phantom along with ion chamber was set on LA couch and a cone-beam CT was acquired with the Varian On-Board-Imaging system consisting of a 125 kVp X-ray tube isocentrically mounted to the gantry of the accelerator. Setup accuracy of SPS phantom and the ion chamber inside it was verified by standard procedure using the anatomy-matching software (Varian portal Vision 7.5). [16] After verifying the setup, doses at all the three points were measured and compared with the planned doses at the concerned points.
results
The density of pinewood, SP34 slabs, chest wall, lung, and soft tissue behind the lung was measured as 0.329 ± 0.08, 0.999 ± 0.02, 0.898 ± 0.02, 0.291 ± 0.12, and 1.002 ± 0.03 g/ cc, respectively. The HU and density for all the five mediums are shown in Table 1 . The physical density of pinewood measured by weighing one slab was found to be 0.304 g/ 
The depths of 100% and 90% isodose curves in SPS phantom, SP34 phantom, and actual patient chest level were found to be similar. The depths of 80%, 70%, 60%, and 50% isodose curves in SPS phantom are little lesser as compared to that in actual patient chest level, while it is least in CT images of SP34 phantom. The depth of 40% isodose curve is highest in SPS phantom than little lesser in actual patient chest level and least in SP34 phantom. The detailed results of the measurements of isodose depths are shown in Table 2 .
The variations in the doses calculated on TPS at 6 cm, 10 cm, and 18 cm depths and measured on LA in the SPS phantom were found to be 0.36%, 1.65%, and 2.23%, respectively. Similarly, the variations in the case of SP34 slab phantom were found to be 0.24%, 0.90%, and 0.93%. The detailed results are shown in Table 3 .
dIscussIon
The recent developments in the dose-calculating algorithms have improved the accuracy in dose calculation, however doing the patient-specific QA is mandatory to make sure that the planned dose and the delivered dose in the same medium are within the tolerance limit, i.e., <3% as mentioned in the International Commission on Radiation Units and Measurements 83 (ICRU 83).
[17] The ICRU 83 published in 2010 propounds that the biggest causes of treatment failures are geographical miss due to inaccurate target delineation and dosimetric variation more than 3%. [14] Therefore, along with the developments in dose-calculating algorithms, it is also equally important to use the QA phantoms which should have heterogeneity pattern inside same as in human body and the phantom should mimic the actual human body. Since calculating the dose accurately in a simple and homogeneous medium is easy for algorithm, it becomes tedious in a complex heterogeneous density medium.
This study has been carried out to study the density pattern and dose distribution pattern in the chest-level CT images having chest wall, lung, and soft tissue behind the lung. These patterns were compared with that on the CT images of SPS and SP34 slab phantoms. The CT image of the chest wall at beam isocenter had chest wall of 5 cm, lung of 14 cm, and the soft tissue behind the lung of 10 depths at the beam center. The SPS phantom had 5 cm SP34 slabs (five slabs each of 1 cm thickness), 14 cm pinewood slabs (seven slabs each of 2 cm thickness), and 10 cm of SP34 slabs. The measured density of chest wall (0.898 ± 0.02 g/ 
is near to that of SP34 slabs (0.999 ± 0.02 g/cc), also the density of lung (0.291 ± 0.12 g/cc) is approximately equivalent to that of pinewood slabs (0.329 ± 0.08 g/cc). Therefore, using SPS phantom for the QA of plans done for chest site of the patients is rational.
The density of chest wall and tissue behind the lung concurred with the density of soft tissues as mentioned in the literature. [18, 19] The physical density of the lung mentioned in the literature varies between 0.2 and 0.5 g/cc during the respiration, [20] therefore density measured in this study is correct. The measured density of the SP34 slab phantom concurred with the value mentioned in the literature. [15] The radiological properties of the kailwood is equivalent to that of lung medium, also the electron densities in both the mediums are equivalent. [21] However, due to unavailability of the kailwood, pinewood has been used in this study as it is also having low density equivalent to that of lung.
The isodose depths on the CT images of all the three mediums, namely, chest level of the patient, SPS phantom, and SP34 phantom are approximately same for 100% and 90% isodose curves. However, 90% isodose depth in chest is higher than that in both the phantoms as its density is slightly lesser than that of slab, also the 90% isodose depth in SPS phantom is lesser than that in SP34 phantom as the number of backscattered electrons in SPS phantom at slab-kailwood interface is lesser. The depth of the isodose curves in all the three mediums goes on increasing from 80% to 40%, although the depth of the same isodose curve in all the three mediums varied significantly. The depth of each isodose curve from 80% to 50% is highest in CT image of chest, then in CT image of SPS phantom, and then in CT images of SP34 phantom. The variation in the depths of same isodose curves in the CT image of chest and that of SPS phantom is due to the slightly lesser density of the lung as compared to that of pinewood, also the varying thickness of the lung and uniform thickness of the pinewood across the field are other factors for this difference. Forty percent isodose depth in SPS phantom is higher than that in chest level of patient as the density of soft tissue behind the lung is higher in comparison to that of SP34 slabs.
Most of the radiotherapy centers in developing countries use slab phantom of 30 cm × 30 cm × 30 cm size for patient-specific QA; for this purpose, all the beams are set to gantry angle 0° on TPS while making the QA plan, so because of the simpler medium of the phantom, i.e., similar density throughout its volume, QA results are always achieved well within the tolerance limits, i.e., <3%. [17] In the current study, similar results have been observed, variation in the planned and measured doses at all the three points is <1%. Hence, using the phantom of same density throughout its volume for the QA of plans done on different heterogeneous body sites of patient is not rational.
The variation in the doses calculated near the interface regions (6 cm and 18 cm depths in SPS phantom) and in 5 cm depth of pinewood (10 cm depth in SPS phantom) and measured doses at the same points using SPS phantom on the LA gave slightly different results. It is −0.36% for the point at "slab-pinewood" interface, + 2.23% for the point at "pinewood-slab" interface, and + 1.65% for the point at 5 cm depth in pinewood, i.e., 10 cm depth from the surface of SPS phantom. These results concurred with the theory of dose deposition mechanism at the interface regions of two different density media which is as follows: [13, 22] Soft tissue-air cavity interface
As the density of soft tissue is higher than that of air cavity, when beam is incident, then higher number of secondary electrons is produced in soft tissue, the number of scattering back electrons at interface region in the air cavity will be lesser, therefore lesser dose will be deposited at the interface.
Air cavity-soft tissue interface
Since the density of air cavity is lesser than that of soft tissue, lesser number of secondary electrons is produced, and when they travel toward air cavity-soft tissue interface, the number of scattering back electrons increases at interface region.
Hence, along with the improvement in the dose calculation algorithms, it is also equally important to use the heterogeneous body phantoms for patient-specific dosimetry which would mimic the actual human body. This study clearly finds that the SPS phantom is better to use for the patient-specific QA when compared to the SP34 slab phantom.
It will be good if the chest phantom in the same shape as that of actual human chest is prepared using pinewood or any other material of equivalent density to form lung, polystyrene C 8 H 8 (composition: 98% polystyrene + 2% TiO 2 ) to form soft tissue, and suitable material to form ribs and spine.
conclusIons
The results of this study on the density measurement and depth of isodose curves indicate that SPS phantom represents the chest level of human body in better way as compared to SP34 slab phantom. In addition, the point dose measurements at the interface regions and 5 cm depth in pinewood indicate that the use of heterogeneous phantom of the same density pattern as that of actual human body site should be done for verifying the dose calculated by the algorithm. It can be concluded that SPS phantom is a better option for patient-specific QA, however along with density patterns, the phantom in the same shape and size as that of actual human chest level will be the good phantom for more accurate dose verification.
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